AMENDMENT NO. 2 DECEMBER 2018 
TO 
IS 9471 (PART 4) : 1980 SPECIFICATION FOR MODULAR LOWER LIMB 
ORTHOTIC COMPONENT 


PART 4 JOINT UNIT ANKLE 


(Page 1, clause 3.1, Table under Fig. 1) — Substitute the following for the existing: 


Dimensions Size 1 Size 2 Size 3 
C, a Ne ae NC, on = 
Type Type Type Type Type Type Type Type Type 
I&Il I IV I&Il ll IV I&Il I IV 
L (+05) 47 70 51 52 80 57 57 90 63 
A A. A. 
R (0.25) ‘a 10.0 ae 12.0 NO 15.0 7 
Dia, D (H 8) 7 9 9 
M Thread M5 M6 M6 
W1+0.25 12.0 16.0 20.0 
W2+0.25 5.0 6.0 6.0 
W3+0.25 23 25 25 
W4+0.25 8.0 9.0 9.0 
Compressibility of 8 11 11 
spring, Min 


All dimensions in millimetres. 
(Page 2, clause 3.5) — Substitute the following for the existing clause: 


‘3.5 Screw shall conform to designation M5 X 10 of IS 6761 : 2013 'Hexagon socket for countersunk head 
screws — Specification (second revision)'.’ 


(Page 3, clause 4.5) — Substitute the following for the existing clause: 


‘4.5 The spring shall be made from spring steel wire conforming to IS 4454 ( Part 1) : 2001 ‘Steel wire for 
mechanical spring — Specification — Cold drawn unalloyed steel wires (third revision)’ or IS 4454 (Part 4) : 
2001 'Steel wire for mechanical spring — Specification — Stainless steel wire (second revision)', for a spring 
rate of 13 +2 N/mm.’ 


(Page 3, clause 5.3) — Substitute the following for the existing clause: 
‘5.3 The joint nut, screw and grub screws shall be supplied in dull nickel plated finish conforming to Service 
Condition Number | of IS 1068 : 1993 ‘Electroplated coatings of nickel plus chromium and copper plus nickel 
plus chromium — Specification (third revision)'." 

(Page 3, clause 7.1) — Substitute the following for the existing clause: 
‘7.1 BIS Certification Marking 
The product may also be marked with the Standard Mark. 
7.1.1 The use of the Standard Mark is governed by the provisions of the Bureau of Indian Standards Act, 2016 
and the Rules and Regulations made thereunder. The details of the conditions under which the licence for the 


use of Standard Mark may be granted to manufacturers or producers may be obtained from the Bureau of Indian 
Standards.’ 


(MHD 09) oe 
Publication Unit, BIS, New Delhi, India 


